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Double Spinning Samples for Platelet Poor Plasma1.Centrifuge the draw tube.2.Take plasma layer off to an aliquot tube.  Be careful not to disturb the platelet layer.3.Centrifuge the First Aliquot tube.4.Take off plasma leaving a small amount at the bottom of the tube.  Use care not to aspirate the pellet of Platelets/RBC at the bottom of the tube.5.Transfer this platelet-free plasma to clean polypropylene aliquot tube.  This is the Second Aliquot tube.  Freeze this tube.6.Freeze at -70ºC.  If a -70ºC is unavailable, place specimens in a freezer that does not go through a freeze/thaw cycle.
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Double Spinning Samples for Platelet Poor Plasma

Centrifuge the draw tube.

Take plasma layer off to an aliquot tube.  Be careful not to disturb the platelet layer.

Centrifuge the First Aliquot tube.

Take off plasma leaving a small amount at the bottom of the tube.  Use care not to aspirate the pellet of Platelets/RBC at the bottom of the tube.

Transfer this platelet-free plasma to clean polypropylene aliquot tube.  This is the Second Aliquot tube.  Freeze this tube.

Freeze at -70ºC.  If a -70ºC is unavailable, place specimens in a freezer that does not go through a freeze/thaw cycle.
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Draw tube.  First Aliquot. Second Aliquot.
Spun once.  Note: Pellet Freeze this tube.
may or
maynot be

visible.







